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AMENDMENT-01 
 

S. No.  Technical 

Specification 

Parameter Amendment 

A.2 Anechoic 

Chamber 

Specifications: 

Anechoic 

Chamber: 2nd 

point 

Anechoic Chamber Size 

(Outer):  3x3x3  Feet  

(LxWxH)  Approximately. 

Should  be upgradable to 110 

GHz for considering future 

aspects. A document in support 

of this must be enclosed. 

Anechoic Chamber Size 

(Outer):  3m x 3m x 3m  

(LxWxH)  Approximately. 

Should  be upgradable to 110 

GHz for considering future 

aspects. A document in 

support of this must be 

enclosed. 

 
 


